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Management of Broken Beryllium Windows and
Equipment Contaminated with Beryllium Oxide

Section where used:

This procedure may be utilized at the APS beamlinestbinaa laboratory setting when
managing the clean-up and disposal or either broken hemyiindows or equipment
contaminated with beryllium oxide (BeO).

Changes made in this revision:

* Removed John Davis (ESQ-Industrial Hygiene) as a reviaw@e will approve
through the Lab’s WP&C system.

* In Section 1.4, replaced ESH Manual chapters 4.6, Barylith LMS-PROC-232

* Replaced ANL-886 information in Section 1.6 with Work Planrang Control
document information.

* Removed the phrase “ (note: the flow rate at the ddtke hood must be at least 110
+ 15 fpm)” from the first bullet in the Notes section page 6

Prepared by:

Bruce Glagola, User Safety Officer
Paul Rossi, APS Chemical Hygiene Officer
Edmund Chang, AES ES&H Coordinator

Reviewed by:
PSC ESH/QA Coordinator

Approved by:

XSD/Deputy Division Director
AES Division Director

ASD Division Director
PSC-ALD
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1

11

1.2

INTRODUCTION

Inhalation of beryllium dust and/or particles can cadseruc beryllium disease (CBD)
or beryllium sensitization in exposed individuals. CBR chronic and sometimes fatal
lung condition. Beryllium sensitization is a comatit in which a person’s immune
system may become highly responsive or allergic to theepoe of any beryllium within
the body. Inthe case of beryllium sensitizatidwe, toncentration of beryllium may be
different for each individual person. Other routesmify that may attribute to these
conditions also include ingestion and skin contactspgption. Furthermore, both
beryllium and beryllium compounds are considered to bé Alss 1 carcinogens.

Intact beryllium windows are considered “finished arstland are exempt from the
requirements of the ANL Chronic Beryllium Diseasevergion Program. Beryllium
windows broken as a result of unexpected breakage duringlibeaor other laboratory
operations are NOT considered "finished articles" andapit@mary measures must be
adhered to in order to clean-up and dispose of brokenliberylindow fragments.

Several years of beryllium monitoring at the APS $tamwn that broken beryllium
windows typically result in fragments with little éetable concentration of beryllium
observed from wipe sampling by ESQ-Industrial Hygiene.tHeumore, air monitoring
following several window breakages have consistentlyshao detectable airborne
concentrations of berylliunréf. monitoring results on file in the Office of the APS

Chemical Hygiene Officer). Therefore, the APS has adopted the following procedure for
managing broken beryllium windows based on clean-up recodatiens provided by
ESQ-Industrial Hygiene and prior monitoring results.

Purpose

To provide APS personnel and users with a step-by-step prodédureay be utilized at
the APS beamlines or within a laboratory setting whanayging the clean-up and
disposal of broken beryllium windows. This policy defitles personnel allowed to
initiate and perform the cleanup of a broken berylliumdew and the logging
requirements for the event.

Scope

Several research processes at the APS have the pbtertieate a situation in which a
beryllium window may unexpectedly break. These procasskgle the following:
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* A broken beryllium window on an X-ray detector
* A broken beryllium window under vacuum
* A broken beryllium window into an experimental station

1.3 Applicability

The use of this procedure is applicable to beamline pers@mgeneers, APS Floor
Coordinators, and other APS safety personnel.

1.4 References
Beryllium, LMS-PROC-232

ESH Manual chapte#.5, Chemical Carcinogens

DOE G 440.1-7Amplementation Guide for use with 10 CFR Part 850, Chronic
Beryllium Disease Prevention Program

25 March, 2008 Memo from Steve Eagels to Tom Barkadémdow clean-up procedure
review (APS_125805p

1.5 Type of Procedure
Clean-up & disposal

1.6 Hazard Controls

See “Management of Broken Beryllium Windows and Equipn@@ritaminated with
Beryllium Oxide (APS_1191124)WCD # 25673.

2 PROCEDURE

Designated cleanup personnel — Only a trained APS Floor Coordinator, beamline
personnel, or APS ESH Coordinator may perform the cleandmlisposal of a broken
beryllium window following this procedure. This person wél tlesignated as the Event
Beryllium Coordinator (EBC) for the current event.ligt of predesignated, trained
EBCs will be maintained by the APS Chemical Hygiene @ff(CHO). All logging of
the event will be done by the APS CHO for reporting iadking purposes. The event
may be logged into the Floor Coordinator log only to sengragerence to the event.
The AES-UES group maintains a cleanup kit for Beryllium.

Types of Beryllium incidents:

1. A Broken Beryllium Window on an X-ray Detector - X-ray detectors are
equipped with a thin beryllium window that is mounted onethe of the detector
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probe by the manufacturer. Typically, the berylliunmeaw breaks into the
detector should the window rupture while under vacuunsuth instances, the
level of beryllium contamination must be assessed pripackaging and sending
the detector back to the manufacturer for repair.

2. A Broken Beryllium Window Under Vacuum — On occasion, a beryllium
window may rupture while under vacuum on the beamline due tmanticipated
overpresssurization of the vacuum system. In such resafragments of the
beryllium window have been known to travel as far upstragmme turbo pump.

3. A Broken Beryllium Window Into An Experimental Station — Sometimes a
beryllium window that is mounted within a flange may krdaring initial
installation within the experimental station or duringestivork downstream from
the window that could create the potential for berylliwmdow fragments to
rupture into normally occupied portions of the experirakstation.

CAUTION: If any conditions are observed where there are unknown faptesent
such as a visible oxide, or undetermined residue has formaaydde
window fragments that appears to be potentially frigfoken easily
crumble into a dust or powder), cleanup should be delayidhen
industrial hygienist can be called to the location to condnavaluation.
Avoid disturbing this material.

* The user or beamline personnel must contact the on-duty Etwordinator (2-
0101) immediately if there is suspected BE contaminaliomediate actions to
mark the area as being potentially contaminated in ordenitahe spread of any
potential Be particles should be taken.

* The Floor Coordinator will:

- Immediately secure the area and podDANGER: Suspect Beryllium
Contamination.

- Place a tacky-mat at the entrance to the experimstatigdn.

- Contact the APS Chemical Hygiene Officer (Paul RBs$192; 4-4492)
and/or any APS ES&H Coordinator (Elroy Chang 2-6714; 4-1888, dimg L
2-7021; 4-1585 or Paul Rossi).

- Contact ESQ-Industrial Hygiene to perform wipe samplinthefdetector and
surrounding areas.

- Ifthe CHO, an APS ES&H Coordinator, or ESQ-IH deterntiveg a HEPA-
filtered vacuum is needed follow the instructions forvheuum below.

e The EBC will:

- Don nitrile gloves, safety glasses, tyvek coat, and shgers

- Pick up any noticeable beryllium fragments using small gie¢sticky tape
and place into a small plastic Ziploc bag.

- If the window was on a detector, remove contaminateetctiatand
immediately place into a plastic bag.
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- Tape the bag and label BANGER: Contaminated with Beryllium. Do
Not Remove Any Fragments by Blowing or Shaking. Cancer Hazard and
Lung Disease Hazard.

- Wipe down surrounding areas with solvent wipes.

- Place all used solvent wipes into a plastic bag and &i2ANGER:
Suspect Beryllium Contamination.

* Upon exiting the experimental station, remove all PRE@ace into another
plastic bag and label &ANGER: Suspect Beryllium Contamination.

* Place the used tacky-mat into a plastic bag and lal@AMSSER: Suspect
Beryllium Contamination.

* The Floor Coordinator WILL NOT release the area uniestsucted by the APS
Chemical Hygiene Officer, APS ES&H Coordinator or ES@tistrial Hygiene.

* The APS CHO will then enter the contaminated equiprnmatmation (i.e.,
location used, model number, serial number) into the iBdaw log and update
the log upon notification of the final status of the eqept by the equipment
owner.

» Sampling results will typically be available from E$@tustrial Hygiene within
1-2 weeks. If the results show no detectable beryltantamination, then all
used PPE and tacky-mat may be disposed of in the recagardnd labels may be
removed from any equipment identified@RANGER: Suspect Beryllium
Contamination Inside. If sampling results show detectable beryllium
contamination above the DOE threshold, then all uste &d tacky-mat must be
disposed of as chemical waste and all contaminated eqoignust be relabeled
asDANGER: Contaminated with Beryllium. Do Not Remove Any
Fragments by Blowing or Shaking. Cancer Hazard and Lung Disease
Hazard.

* Complete a WMO-197 Chemical Waste Requisition and dispbge beryllium
window fragments through ANL Waste Management Operatio

Notes:
If Be contaminated items are to be removed from thefdradiecontamination

* The EBC will immediately move the bagged items intdi@ncical fume hood that
is rated for carcinogen use.

» The EBC will post the face of the hoodRANGER: Cancer Hazard.

* Note: The decontamination and/or replacement of susts itehile at the APS
must then be handled under a separate carcinogen haptiregure.

If a piece of beryllium contaminated equipment is tslpped back to the
manufacturer
* The Window Owner will:
- Provide MSDS for beryllium and/or beryllium oxide wheneparing
equipment for shipment back to the manufacturer.
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- Provide either the APS Chemical Hygiene Officer or ARy ES&H
Coordinator with the ANL-126C Shipping Order number and shipping
address so that he/she can send an email to the ANLighipppartment to
inform of the upcoming shipment. In some instanceshbefgy also need to
send a duplicate email to ANL Export Control for inteimaal shipments.

- Contact the ANL Shipping Department (2-5712 or 2-2934) to arrangbad
old detector to be transported from the APS to Bldg. 46.

If preparing the contaminated items for disposal through MXiste Management

Operations

* The Beamline SWAA Owner will complete a WMO-197 Cherhivaste
Requisition. The bagged Be waste is to be labeled anddla the beamline
SWAA to be made ready for WMO pickup.

HEPA-filtered vacuum procedure:

If the APS CHO, an APS ES&H Coordinator, or ESQ Indaktiiygiene determines that
a HEPA-filtered vacuum is needed for the cleanup then:
* The EBC will:
- Obtain a HEPA-filtered vacuum and the tools that magdeessary in order to
disassemble any equipment or flanges in the cleanup process
- Enter into the HEPA-filtered vacuum logbook the datelaaodtion that the
vacuum was used for beryllium clean-up.
* A second person must use the HEPA-filtered vacuum almngreas where the
equipment is being breached prior to accessing any ingrifaces,
* Once the equipment is disassembled, ESQ-Industrial Hggl then perform wipe
sampling of the interior surfaces to the extent thathysically practical.
* Any noticeable beryllium fragments may then be picked upgusmnall pieces of
sticky tape and placed into a small plastic Ziploc bag.
» Use the HEPA-filtered vacuum over the entire intesiorfaces of the equipment to
the extent that is physically possible.
» ESQ-Industrial Hygiene will then perform final wipe saimglof the interior surfaces
of the equipment that was disassembled.
* Reassemble the vacuum chamber, beam pipe, or othenexpiipnd temporarily
label adDANGER: Suspect Beryllium Contamination Inside.
* Ifa vacuum pump was disassembled and is to be reassemble
- ifthe pump is an ion pump it may be reassembled foandd¢agged as
DANGER: Suspect Beryllium Contamination Inside
- -OR -
- Ifthe pump is a turbo pump or other pump capable of dispeBgngdlium it
may be bagged and tagged>SNGER: Suspect Beryllium Contamination
Inside and replaced with a new pump.
- Note: Any decontamination efforts of a beryllium contaated vacuum pump
while at the APS must then be handled under a sepanaieagen handling
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procedure. If preparing the contaminated vacuum pump for digposagh ANL
Waste Management Operations, complete a WMO-197 CheWigstie
Requisition.
» Upon exiting the experimental station, remove all PRE@ace into a plastic bag
and label aBANGER: Suspect Beryllium Contamination.
* Note: Leave all tools and the HEPA-filtered vacuumdaghe experimental station
as well.
» ESQ-Industrial Hygiene will then perform final wipe saimgs of the tools, HEPA-
filtered vacuum, the floor and any horizontal surfacegipsr discretion.

3 DOCUMENTATION REQUIRED

* Floor Coordinator Shift Log (for reference to the event)
 APS CHO Be Window Log
*  WMO-197 Chemical Waste Requisition

4 DOCUMENTS/RECORDS CREATED BY THIS PROCEDURE

The documents/records listed below will be createdearettecution of this procedure and
must be retained as indicated.

Description of Storage
Document/Record (include 1D L ocation and Retention
number, if applicable) Custodian Medium Requirement
APS CHO Be Window Log APS Electronic Copy | 75 years
Chemical in APS ICMS
Hygiene system
Officer
Surface and Air monitoring APS Electronic Copy | 75 years
reports from ESQ-Industrial Chemical in APS ICMS
Hygiene Hygiene system
Officer

5 TRAINING AND ADDITIONAL REQUIREMENTS

To be designated as an Event Beryllium Coordinator:

* ESH 211 Beryllium Awareness Training (required)

* ESH 574, Chemical Waste Generator (required)

» ESH 456,Chemical Waste Certifier (needed for completing WMO-197 only)

* ESH 246,Safe Handling of Carcinogens (recommended)

* JHQ changed to reflect clean-up personnel as having the pbtentow-level
exposure to beryllium
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PPE required for cleanup: nitrile gloves, safety glaggesk coat, and shoe covers.

DOE AL — Action Level = 0.2 micrograms/rof air
OSHA PEL - Permissible Exposure Limit = 2 microgramis/m

DOE Surface Clearance Level for equipment = 0.2 micragt00 crfiof surface

Adherence to DOE levels is required for ANL operations.

6 FEEDBACK AND IMPROVEMENT

If you are using this procedure and have comments or suggegtex/ements for it,
please go to thAPS Policies and Procedures Comment Faorsubmit your input to a
Procedure Administrator. If you are reviewing this procedureorkflow, your input
must be entered in the comment box when you approegemt the procedure.

Instructions for execution-time modifications to a pgliwocedure can be found in the
following document: Field Modification of APS Policytitedure APS_140815p

" http://centraldocs.aps.anl.gov/icomment_form.php
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